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Potential physical effects of sonar transmissions on marine mammals were investigated by
measuring pressure fields induced in a 119-kg, 211-cm-long, young adult male common dolphin
(Delphinus delphis) cadaver. The specimen was instrumented with tourmaline acoustic pressure
gauges used as receiving sensors. Gauge implantation near critical tissues was guided by
intraoperative, high-resolution, computerized tomography (CT) scanning. Instrumented structures
included the melon, nares, ear, thoracic wall, lungs, epaxial muscle, and lower abdomen. The
specimen was suspended from a frame equipped with a standard 50.8-mm-diameter spherical
transducer used as the acoustic source and additional receiving sensors to monitor the transmitted
and external, scattered field. Following immersion, the transducer transmitted pulsed sinusoidal
signals at 5, 7, and 10 kHz. Quantitative internal pressure fields are reported for all cases except
those in which the gauge failed or no received signal was detected. A full necropsy was performed
immediately after the experiment to examine instrumented areas and all major organs. No lesions
attributable to acoustic transmissions were found, consistent with the low source level and
source-receiver distances.VC 2012 Acoustical Society of America. [DOI: 10.1121/1.3675005]
PACS number(s): 43.80.Ev, 43.80.Gx, 43.80.Nd, 43.80.Jz [JJF] Pages: 1595–1604
I. INTRODUCTION
Exposure to military sonar was postulated as the cause
of a mass stranding of 12 beaked whales in Greece in
1996.1,2 Similar stranding events involving primarily
Cuvier’s beaked whale (Ziphius cavirostris) in the Bahamas
and Madeira in 20003,4 and in the Canary Islands in 20025
coincided with naval exercises using mid-frequency sonars
in the range 2.6–10 kHz.6 Subsequent mass stranding events
coincident with the use of mid-frequency sonar in the Haro
Strait near Washington State in 20037,8 and off the coasts of
Hawaii in 20049 and North Carolina in 200510 involved
other species; however, medical examinations and necrop-
sies of animals in these events found that they did not
have injuries similar to those reported in beaked whales
that stranded in response to mid-frequency sonar
transmissions.11–13 Understanding why beaked whales are
particularly sensitive to mid-frequency sonar exercises is
critical to managing and mitigating their potentially adverse
effects.4
Several hypotheses have been proposed about why
beaked whales strand in response to sonar use, including
acoustic resonance in the lungs and the formation of gas
bubbles in major organs. The resonance hypothesis was
eventually determined to be invalid because the probable
amplitude of resonance in tissues was insufficient to pro-
duce damage.14 The formation of gas bubbles in potentially
super-saturated tissues of deep-diving marine mammals
could be induced by sound directly through rectified diffu-
sion or indirectly through static diffusion due to animals
surfacing too quickly.15–18 This hypothesis continues to be
debated.
Research during the past 15 years to determine effects
of noise on marine mammals19–21 has included studies
to understand possible acoustic impacts of military sonar.
a)Author to whom correspondence should be addressed. Electronic mail:
kfoote@whoi.edu
b)Also at: Department of Otology and Laryngology, Harvard Medical
School, Boston, MA, 02114.
J. Acoust. Soc. Am. 131 (2), February 2012 VC 2012 Acoustical Society of America 15950001-4966/2012/131(2)/1595/10/$30.00
Downloaded 29 Feb 2012 to 128.128.44.26. Redistribution subject to ASA license or copyright; see http://asadl.org/journals/doc/ASALIB-home/info/terms.jsp
These studies have included experiments on captive animals
to determine onset of temporary threshold shifts and behav-
ioral responses to loud sounds; controlled exposure experi-
ments in the wild in which the sound incident at an animal is
measured via D-tags;22–25 and the development of risk analy-
sis models.26,27 Morphology-based models have attempted
to take into account effects of tissue variations within marine
mammals.28–31
Direct measurements are difficult to accomplish, how-
ever, given the rarity and size of most adult beaked whales,
with length of order 8.5m for Cuvier’s beaked whale and
3–5m for most species of Mesoplodon. Measurements of
sonar-induced pressure fields inside a beaked whale speci-
men could assist modeling in several decisive ways, such as
revealing significant physical effects on critical tissues, pro-
vide data to validate morphological models, and assist in
determining tissue material properties.
An alternative approach is pursued in this study, involv-
ing direct acoustic measurements on a toothed whale, i.e.,
odontocete, specimen of more manageable size. This was a
2.1-m-long specimen of a common dolphin (Delphinus
delphis), which died of natural causes shortly after stranding
and was stored in a freezer for a period of two months before
controlled thawing and implantation of sensors. The speci-
men was ensonified by an external transducer operating in
the upper half of the mid-frequency (MF) band, specifically
at 5, 7, and 10 kHz. If the acoustic wavelength relative to
organ size is a relevant factor for tissue injury, then the men-
tioned frequencies for the dolphin would correspond to lower
frequencies for larger animals. These lower frequencies
would be 1.3, 1.8, and 2.6 kHz for an 8-m-long animal in as
much as scaling is applicable.
While performance of such measurements on a post-
mortem specimen without freezing and thawing might be
preferred, the logistical obstacles to accomplishing such are
formidable. It is believed that the freezing and thawing
process did not impact the acoustic measurements in any
substantive manner, consistent with the findings of McKenna
et al. 32
This paper describes the experiment with the common
dolphin specimen. Details include specimen selection, prepa-
ration, and instrumentation with tourmaline pressure gauges;
measurement of gauge locations by computerized tomo-
graphic (CT) scanning; sensor calibration; conduct of the
acoustic measurements in a freshwater pond; and necropsy.
Signal processing and data analysis methods are described.
Results are expressed through the propagation times and
magnitudes of signals received by the implanted sensors.
II. MATERIALS
A. Specimen
This work was conducted under permits number NMFS
932-1489-08 and number 493-1848/MA 130062 issued by
National Marine Fisheries Service. Although no live animals
were involved in this research, a prior review of the experi-
mental protocol was required and subsequently approved by
the Institutional Animal Care and Use Committee (IACUC)
of the Biology Department of the Woods Hole Oceano-
graphic Institution (WHOI).
Key criteria for selection of the specimen were the in-
tegrity, i.e., freshness, of the tissues, particularly airways,
ears, and major abdominal organs, as well as being a man-
ageable size for handling and transport. The specimen
employed was a 119-kg, 211-cm, young adult common dol-
phin (Delphinus delphis), which died of natural causes
shortly after stranding on 8 December 2008 on a beach of
Cape Cod, Massachusetts. This animal specimen was col-
lected by the Cape Cod Stranding Network (CCSN) and
transported within three hours to WHOI in Woods Hole,
Massachusetts, where it was scanned, then stored in a freezer
at 20C for a period of two months. The animal was stored
by suspending it from the flukes in order to maintain organ
and body conformation without compression. The quality of
the tissues was verified at each stage: fresh, post-freezing,
and post-thaw, to be certain the lungs and airways, inner
ears, and abdominal organs were intact and within normal
ranges. The specimen was registered at the WHOI Compu-
terized Scanning and Imaging (CSI) Facility33 as CSI Refer-
ence No. D-del52, Field Reference No. CCSN05-205-Dd.
B. Imaging
A Siemens Somatom Volume Zoom spiral computerized
tomography (CT) scanner at the WHOI CSI Facility33 was
used for primary and post-instrumentation examinations of
the specimen. Scanned data were stored in a standard Digital
Imaging and Communications in Medicine (DICOM) format.
C. Acoustic source and receiver
The acoustic source was an International Transducer
Corporation (ITC) Deep Water Omnidirectional Transducer
model ITC-1032, referred to below as a spherical transducer.
The external diameter of the active ceramic spherical trans-
ducer was 50.8 mm; the external diameter with polyurethane
encapsulation was 68.6 mm. The transmitting voltage
response increases from 100 to 147 dB re 1 lPa/V at 1 m
over the frequency band from 2 to 30 kHz. This rise is linear
in the logarithmic domain, approximating 37 dB per decade
in frequency.
The primary acoustic receiving sensor was a tourmaline
pressure gauge designed and built at the Naval Surface
Warfare Center (NSWC), Carderock Division, in West Be-
thesda, Maryland. The heart of the gauge was a cylindrical
tourmaline crystal of diameter 1/8 inch, thus about 3.2 mm.
When packaged, the gauge was a cylinder of diameter 4 mm
and length 60 mm. It was connected to a coaxial cable about
1.5-m long. These robust sensors are known for their appli-
cations to underwater blast measurements because of their
fast rise time and relatively low charge sensitivity, which is
approximately four orders of magnitude smaller than that of
a standard laboratory piezoceramic hydrophone such as the
Bru¨el and Kjær (B&K) 8103 Miniature Hydrophone. The
B&K 8103, however, is approximately three times the diam-
eter and ten times the mass of the tourmaline pressure gauge
fabricated at NSWC. In addition, the NSWC tourmaline
gauge is packaged in a sealed plastic tube filled with clear
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synthetic oil and directly integrated with a coaxial cable
rather than encapsulated in a hard rubber terminated with a
metal strain relief as in the B&K 8103. Thus, the small size,
light weight, and flexible packaging of the tourmaline pres-
sure gauge makes it superior to the B&K 8103 for implant-
ing in biological systems with minimal disturbance to the
surrounding tissues.
Following reception, the signals were amplified by sev-
eral devices manufactured by PCB Piezotronics, Inc.
(Depew, NY). Details on these and associated processing are
given below in Sec. III D.
D. Test facility
The acoustic measurements on the common dolphin
specimen were performed at the Explosion Test Pond facility
of NSWC, Carderock Division. The pond is about 50 m in
diameter, with an engineered, irregular bottom sloping to a
maximum depth of about 8 m. A well-equipped laboratory is
located immediately beside the pond, facilitating both staging
and observation of underwater experiments, including data
recording. The facility has a subterranean well with ports for
viewing underwater. Mobile cranes are available for manipu-
lating and suspending gear and test objects in the pond.
III. EXPERIMENT
A. Design
The goal of the experiment was measurement of sonar-
induced fields inside a post-mortem odontocete specimen
through controlled sound-exposure. The target specimen, a
common dolphin cadaver, was selected according to criteria
of freshness, intactness, and appearance of good condition,
and instrumented with implanted tourmaline pressure
gauges. The whole specimen was imaged and the precise
gauge placements were determined by computerized tomog-
raphy (CT) scanning. The instrumented specimen was sus-
pended from a frame together with external tourmaline
pressure gauges and a precision spherical transducer to serve
as an acoustic source. Following immersion, the specimen
was ensonified with narrowband signals in the MF band. The
acoustic measurements were repeated for each of three
source locations. Immediately after the experiment, a
necropsy was performed to determine possible impacts of
the transmissions on tissues.
B. Rehearsal
In anticipation of the experiment, acoustic measure-
ments were made on a 30-kg pig carcass in 2008. Two tour-
maline pressure gauges were surgically implanted. The
carcass was then suspended from the same frame later used
with the common dolphin specimen. Following immersion,
it was ensonified by a spherical transducer operating at a
sub-shock level. Quantitative signals were received in the
gauge implanted in muscle tissue. These measurements, sup-
plemented by performance measurements of the gauges in a
small laboratory tank, established the capacity of the gauges
to measure induced pressure fields in other carcasses, at least
in soft tissues.
C. Specimen preparation, morphometry, and
instrumentation
In preparation for the experiment, the common dolphin
cadaver described in Sec. II A was removed from the storage
freezer and thawed first in a chamber at 4C and finally on a
necropsy table with a continuous water drip over several
days. Body temperatures were monitored during the thawing
process via thermocouples inserted in the blow hole and rec-
tum. CT scans were obtained when the dolphin was removed
from the freezer and after thawing to verify that critical
organs and structures were in appropriate condition for valid
measurements. Scans were performed, as noted in Sec. II B,
using a Siemens Somatom Volume Zoom CT Scanner, with
both bone and soft tissue kernels, with a scanning protocol
of 120 kV, 234 mA, and 350-mAs effective dose. After
thawing and the second scan series, tourmaline pressure
gauges were surgically implanted in the melon, nares, adja-
cent to the right ear, thoracic wall external to the right lung,
right lung, left lung, epaxial muscle at the level of the dorsal
fin, and intra-rectal, further described in Table I. Gauge
placements are shown in Fig. 1. A detailed view for head
gauges in the melon, nares, and ear is shown in Fig. 2. These
virtual ray tracing (VRT) three-dimensional images also
TABLE I. Tourmaline gauge placement in the common dolphin specimen.
The Cable ID denotes the designation of the gauge signal in the PCB multi-
channel signal conditioner model 481.
Gauge No. Cable ID Location Depth (mm)
186 M Nares 120
112 H Left lung 130
187 N Right lung 110
115 I Thorax 120
90 K Melon 40
188 O Right ear —
171 J Abdomen —
05 F Epaxial muscle 25
FIG. 1. (Color online) Gauge placements in the common dolphin specimen
according to a virtual ray tracing (VRT) three-dimensional image, which
also includes the lungs, skeleton, and skin for reference.
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include the lungs, skeleton, and skin for reference, and dem-
onstrate segmentations that can be used for boundary-
element and finite-element analyses.
CT scan data were obtained in spiral scan protocol with
images formatted at thicknesses of 1 mm before sensor im-
plantation and 3 mm after sensor implantation. Segmented
reformatted images were used to model surfaces and vol-
umes quantitatively, thereby enabling tissue dimension
measurements.
The instrumented specimen, Fig. 3, was transported by
car in an insulated container with ice packs from WHOI to
NSWC Carderock Division in West Bethesda, Maryland, on
2 February 2009. At Carderock, the specimen was trans-
ferred to a chiller until the day of the test. Blow hole and
rectal temperatures prior to the experiment were 6.8 and
7.6C, respectively.
On the morning of the experiment, 4 February, the
pecimen was removed from the chiller and the eight
implanted gauges were tested in the laboratory beside the
Explosion Test Pond. Three gauges were found to be dys-
functional and were replaced.
D. Sensor calibration
The pressure gauges were calibrated in-house at NSWC
Carderock Division. Their approximate sensitivity is 0.225
picocoulombs (pC) per pressure unit specified as one pound
per square inch (psi), or 3.26 105 pC/Pa. Following recep-
tion, each signal was amplified by a PCB Model 422E01
In-line Charge Converter, with a nominal sensitivity of
100 mV/pC. This signal was further amplified by a gain of
50 in a PCB Model 481 Multi-channel Signal Conditioner
via a PCB Model 484 power unit to provide an overall mea-
surement sensitivity of 0.163 mV/Pa. Individual gauge cali-
brations and preamplifier gains are all slightly different but
are adjusted for each gauge channel, i.e., equalized, so that
the output of the multi-channel signal conditioner was
expressed in consistent units of pressure.
Subsequently, two different tourmaline pressure gauges
with two different in-line charge converters used during the
experiment were calibrated in a laboratory using similar
signal conditioning and processing. All four combinations
were examined. The frequency response over the range
0.25–10 kHz was flat at all sound pressure levels. Measure-
ments agreed with those of a calibrated reference hydro-
phone to within63 dB for sound pressure levels from 110 to
130 dB re 1 lPa and to within 61 dB for sound pressure
levels from 140 to 180 dB re 1lPa.34
E. Rigging
The specimen was suspended from a frame built of
polyvinyl chloride (PVC) pipes, 5-cm diameter, shown in
Fig. 3. These described a cubical volume of approximate
FIG. 2. (Color online) Detailed view of head gauge placements in the
melon, nares, and ear in the common dolphin specimen based on the VRT
three-dimensional image in Fig. 1.
FIG. 3. (Color online) The experimental subject, a 119-kg, 211-cm-long
common dolphin specimen, following implantation of tourmaline sensors at
the WHOI CSI Facility, upper frame, suspended from a PVC-pipe frame at
NSWC Carderock Division on 4 February 2009, middle frame, and
immersed in the NSWC Explosion Test Pond facility for acoustic measure-
ment, lower frame.
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side length 168 cm. The pipes had holes at intervals to facili-
tate flooding upon immersion. Straps in the form of a harness
were used to hold the specimen within the frame. The frame
also supported external tourmaline pressure gauges and the
ITC-1032 spherical transducer used as an acoustic source.
Leads from both internal and external gauges were extended
with underwater connectors and bundled, thence carried to
the pond apron and adjacent laboratory for pre-amplification,
digitization, and storage.
F. Acoustic measurements
On 4 February, the specimen was suspended in a PVC-
pipe frame and immersed in the fresh water Explosion Test
Pond. The specimen depth was 2 m, Fig. 3, where the tem-
perature was 4C. Escaping air from the PVC pipes and the
upper airways of the specimen was observed from the labo-
ratory viewing ports immediately following immersion.
When air bubbles were no longer observed, the specimen
was exposed to multiple ensonifications from a single ITC-
1032 spherical transducer placed 10 cm in front of the ros-
trum. Initial measurements were performed to establish the
data collection protocols. The transducer was excited at a
pulse repetition rate of 4 Hz for a total of 6 s at each of three
frequencies: 5, 7, and 10 kHz. The signal waveform was a
20-cycle sinusoidal burst with smooth rise and fall over two
cycles. To avoid possible transient effects, data from the first
second of each pinging sequence were ignored.
The frame with specimen was lifted back out of the
pond and the source moved to the right of the specimen cen-
terline as observed from above. The frame with specimen
was immersed as before, with specimen again at 2-m depth.
When air escaping from frame and upper airways was no
longer observed, the measurements were repeated with the
new source location. This process was repeated for a third
source location, left of the specimen, but with different fore-
aft and up-down positions relative to those of the second
source location. Details of the source locations are given in
Table II. The cumulative immersion time of the specimen
was about two hours.
Data were recorded simultaneously on 15 channels from
six external sensors, eight implanted sensors, and source
transducer, over a total of 5 s for each frequency and source
location, with 4-Hz pulse repetition frequency. Each signal
was amplified by the same in-line charge converter and
multi-channel signal conditioner as described above in Sec.
III D. Digitization was performed at the output of the signal
conditioner at a sampling rate of 100 kHz, and data were
stored by means of custom-designed software on a hard disk.
In addition, noise data were collected passively at the end of
each series without source excitation.
One of the sensors, designated Cable B, was in the line
of sight of the acoustic source, the ITC-1032 spherical trans-
ducer, at approximate 1-m range. Its data were used to deter-
mine the source level, presented in Table III.
G. Necropsy
Following the acoustic measurements, the specimen was
removed from the suspension frame and transported by car
to the Walter Reed Army Institute for Research (WRAIR),
where a post-experiment necropsy was performed and sam-
ples collected for histological analyses. No tissue damage or
pathologies attributable to acoustic transmissions were found
in the specimen examinations.
IV. SIGNAL PROCESSING AND DATA ANALYSIS
A. Signal extraction
The received signals were processed digitally. Initially,
the complex envelope of each signal was extracted by multi-
plying by exp(ix0t), where x0¼ 2p0 is the angular fre-
quency at the carrier or center frequency 0, and by applying
a low-pass filter.35 An example of demodulation in the real
domain is given by Lathi.36 The complex envelope can be
considered as a complex demodulated signal. This was fil-
tered further with a low-pass filter with optimal bandwidth
determined in an ad hoc procedure to balance temporal
sharpness achieved with a wide bandwidth against noise
reduction achieved with a narrow bandwidth. The resultant
bandwidth was equal to one-third of the carrier frequency.
This was applied to the complex demodulated signal.
Finally, the filtered signal was processed by matched fil-
tering35 using a replica signal proportional to the complex
demodulated transmit signal. Strictly speaking, this is a form
of pulse compression,37 but under the described conditions
of filtering a narrowband transmit signal, this is an excellent
approximation, and the term “matched filtering” is retained.
The constant of proportionality was the inverse of the rms
amplitude of the transmit signal.
B. Pressure reference
Receiving sensor B was in sight of the acoustic source.
Since the source, described in Sec. II C, was a spherical
transducer with essentially omnidirectional beam pattern, the
source level could be inferred from the signal at B. If the sig-
nal at B was received with rms pressure amplitude p1 at
elapsed time t1, then the distance r1 between source and
TABLE II. Acoustic source locations external to the common dolphin
specimen.
Location Description
1 10 cm in front of rostrum
2 75 cm aft of tip of rostrum, 67 cm to right of specimen
centerline as viewed from above
3 120 cm aft of tip of rostrum, 95 cm to left of specimen
centerline as viewed from above, 35 cm above centerline
TABLE III. Source levels of the ITC-1032 spherical transducer in units of
decibels re 1 lPa at 1 m.
Frequency (kHz)
Source location 5 7 10
1 Front 158.66 0.3 164.06 0.2 169.66 0.1
2 Right side 157.56 0.3 162.16 0.1 172.16 0.1
3 Left side 155.36 0.2 164.96 0.1 168.96 0.1
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sensor B is ct1, where c is the speed of sound. The rms pres-
sure amplitude p0 at reference distance r0¼ 1 m from the
source can be determined simply by equating the products of
pressure amplitude and distance at the respective distances r1
and r0, assuming negligible absorption. This is the present
case, since the absorption coefficients at 5, 7, and 10 kHz are
0.01, 0.02, and 0.04 dB/km, and r1  1 m. Thus r0p0¼ r1p1,
hence p0¼ ct1p1, and the source level is
SL ¼ 10 log p0j j2
h i
þ 120;
where the factor 120 renders the units as decibels relative to
1 lPa at 1 m. The value assumed for c was 1422 m/s, corre-
sponding to freshwater at about 4C.
C. Statistical analysis
Results of the narrowband analysis were expressed in
units of pressure. These were normalized by reference to an
effective source level of 0 dB re 1 lPa at 1 m. The ordinary
statistics of the mean and standard deviation were computed
for each source location and receiving sensor. For all data
sets except one, there were 20 pings, corresponding to a ping-
ing rate of 4 Hz over 5 s. In the exceptional case, that of the
5-kHz signal with the source on the left side of the specimen,
only four pings were registered directly on the transmit chan-
nel, although 20 pings were recorded on all other sensors.
V. RESULTS AND DISCUSSION
A. General characteristics of received signals
An overview of the collected data is given in Fig. 4 for
the acoustic source on the right side of the specimen and a
transmit signal centered at 7 kHz. Fifteen simultaneous time
series are shown in toto. Fourteen of these correspond to sig-
nals received on the tourmaline pressure gauges. The fif-
teenth, marked Cable Z, corresponds to the internally
recorded transmit signal. Given that the transmit signal con-
sisted of 20 cycles at the center frequency, the duration var-
ied from 4 ms at 5 kHz to 2 ms at 10 kHz. Since the total
period of data recording is 5 s, the information contained in
Fig. 4 is necessarily limited. Further evidence of this is pro-
vided in Fig. 5, which expands three of the signals in Fig. 4.
The transmit signal is shown as recorded internally on Cable
Z. The corresponding signals received in the epaxial muscle,
Cable F, and melon, Cable K, are also shown, but following
band-pass filtering, with bandwidth equal to one- third of the
center frequency. Nonetheless, based on inspection of Fig. 4
alone, it is clear that the signals recorded on the six external
gauges, Cables A, B, C, D. E, and G, were relatively strong,
possibly excepting that of Cable G in the acoustic shadow of
the specimen.
Among the sensors implanted in the common dolphin,
signals are readily observed on three of the eight implanted
gauges, Cables F, K, and M, corresponding to the epaxial
FIG. 4. (Color online) Overview of acoustic data collected during the experiment with the common dolphin specimen at NSWC Carderock Division on 4
February 2009 with the ITC-1032 spherical transducer on the right side of the specimen and transmit signal centered at 7 kHz. The total data collection time
was 5 s; the pulse repetition frequency was 4 Hz. The total signal, including background noise, is shown in gray. The signal resulting from digital bandpass fil-
tering with bandwidth equal to one-third of the center frequency is shown in red. Cables A, B, C, D, E, and G were connected to the external tourmaline sen-
sors. Implanted tourmaline sensors were connected to Cable F for the epaxial muscle near the dorsal fin, Cable H for the left lung, Cable I for the thorax,
Cable J for the abdomen, Cable K for the melon, Cable M for the nares, Cable N for the right lung, and Cable O for the right ear. Cable Z carried the electrical
transmit signal without sensor connection. The displayed amplitudes are those of pressure, expressed in kilopascals, as measured at the face of all sensors
excepting Cable Z, for which the amplitude is expressed in volts.
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muscle, melon, and nares, respectively, with those in the first
two being relatively strong. Cable O, implanted in the right
ear, failed totally.
It is also clear that the signals were quite noisy. However,
the sampling rate of 100 kHz, which is high relative to the
center frequencies of 5, 7, and 10 kHz, enabled digital signal
processing (DSP) to detect the noisy signals in many cases.
For the overview in Fig. 4, the DSP consisted of band-pass fil-
tering of the raw signal, with a bandwidth of one-third of the
center frequency. Data collected at the other frequencies and
source locations were analyzed in the same way, with similar
findings to those reported here for the acoustic source on the
right side of the specimen and 7-kHz transmit signal.
B. Statistical characteristics of received signals
Detailed, quantitative results are shown in Table IV.
These were derived by DSP with complex envelope detec-
tion and matched filtering, as described in Sec. IV A, to
determine the precise time of reception and magnitude of the
received signals. This is illustrated in Fig. 5, where the
matched filter output is superimposed on the band-pass fil-
tered raw signal. The peak in the matched filter output marks
the start of reception, and its height indicates the rms ampli-
tude of the received signal.
The time of reception was measured as the time from
the start of signal transmission by the acoustic source, the
ITC-1032 spherical transducer described in Sec. II C, to the
start of reception. Pinging by the same transducer was peri-
odic in an approximate but not precise sense. Given the short
distances between the source transducer and receiving tour-
maline pressure gauges, which were either implanted in the
211-cm-long dolphin or suspended from the frame, each
received signal was analyzed relative to that actually trans-
mitted and recorded in Cable Z. Thus, the reception time at a
sensor was measured relative to the start of transmission of
the respective signal on Cable Z.
TABLE IV. Statistical characteristics of the arrival time, Part A, and ampli-
tude, Part B, of the signals in five tourmaline pressure gauges used as receiv-
ing sensors. These are based on the arrival time and amplitude of the
matched-filter peak for the direct-path transmission in the external receiving
sensor, designated Cable B, and sonar-induced pressure fields in the receiv-
ing sensors implanted in the epaxial muscle, Cable F, melon, Cable K, nares,
Cable M, and right lung, Cable N. When the acoustic source was on the left
side of the specimen and transmitted at 5 kHz, only four transmit signals
were recorded on Cable Z, hence only four received signals in the implanted
sensors were analyzed. In all other cases, the entire set of 20 transmit and
received signals were analyzed.
Source
location
Receiver
location
A. Arrival time in milliseconds
5 kHz 7 kHz 10 kHz
Front B: External 0.346 0.01 0.376 0.01 0.376 0.00
F: Epaxial muscle 1.166 0.24 2.796 0.09 2.066 1.76
K: Melon 0.236 0.02 0.256 0.01 0.336 0.00
M: Nares — 0.426 0.09 0.626 0.04
N: Right lung — — —
Right side B: External 0.266 0.01 0.256 0.00 0.316 0.00
F: Epaxial muscle 0.586 0.02 0.496 0.01 0.576 0.00
K: Melon 0.806 0.05 0.596 0.03 0.676 0.00
M: Nares 0.606 0.25 0.736 0.05 0.376 0.03
N: Right lung — 0.846 0.15 0.756 0.04
Left side B: External 0.286 0.01 0.376 0.00 0.356 0.00
F: Epaxial muscle 0.866 0.10 0.836 0.04 0.806 0.02
K: Melon 0.786 0.09 1.086 0.03 0.946 0.01
M: Nares — — 1.046 0.19
N: Right lung — — —
Source
location
Receiver
location
B. Signal magnitude in decibels
5 kHz 7 kHz 10 kHz
Front B: External 6.36 0.3 5.66 0.1 5.66 0.1
F: Epaxial muscle 20.36 1.0 20.96 0.9 25.76 0.8
K: Melon 3.36 0.3 3.96 0.2 8.26 0.1
M: Nares — 20.16 0.7 20.36 0.5
N: Right lung — — —
Right side B: External 8.66 0.3 8.96 0.1 7.26 0.1
F: Epaxial muscle 1.16 0.4 5.86 0.2 3.86 0.1
K: Melon 3.26 0.3 7.36 0.3 4.96 0.2
M: Nares 15.56 0.8 18.06 0.8 20.46 0.5
N: Right lung — 20.56 1.0 21.76 0.4
Left side B: External 8.06 0.3 5.66 0.1 6.16 0.1
F: Epaxial muscle 13.66 0.6 14.36 0.3 13.36 0.2
K: Melon 12.06 1.2 10.56 0.3 7.66 0.2
M: Nares — — 28.56 1.6
N: Right lung — — —
FIG. 5. Detail of processed signals derived from Fig. 4. The electronic
transmit signal, shown in the upper frame, was recorded on the channel
marked Cable Z. Its peak amplitude was 3 V. It is shown here to provide an
exact time reference for the corresponding signals received in the epaxial
muscle, Cable F, and melon, Cable K, which are shown in the middle and
lower frames, respectively. The simple functions shown in the same middle
and lower frames are the matched-filter outputs, derived according to the
method in Sec. IV A.
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The magnitude of the received signal was determined
following the processing described in Sec. IV. The replica
function used in the matched filtering was the respective sig-
nal on Cable Z. As mentioned in Sec. III D, each output sig-
nal of the multi-channel signal conditioner was expressed in
calibrated pressure units, with the exception of the internally
recorded electronic transmit signal on Cable Z. This enabled
the output to be expressed in both absolute and relative units.
There was a choice here. Given measurement of the source
level, with results in Table III, it was decided in Table IV to
refer received signal magnitudes to a source level of 0 dB re
1 lPa at 1 m. No range compensation for spreading loss was
applied to the received signals.
C. Physical interpretation
The principal characteristics of the received signals are
the reception time and magnitude. These are to be under-
stood, or interpreted, relative to the detailed geometry of the
experiment. The geometry is described by the location of the
acoustic source, Table II; locations of the implanted receiv-
ing sensors, Table I and Figs. 1 and 2; and specimen anat-
omy specified by the CT images. The influence of the
specimen is determined by its anatomy, namely tissue types,
shapes, and sizes, and their physical properties.
The time of reception measures the time of flight of the
transmit signal through the immersion medium between source
and specimen and inside the specimen itself. At the transmit
frequencies, the nominal acoustic wavelengths are 30 cm at
5 kHz and 15 cm at 10 kHz. These wavelengths are of the
order of or greater than the characteristic tissue dimensions.
Propagation of the incident spherical wave inside the specimen
is thus a complicated phenomenon involving transmission
through and scattering at tissue interfaces and internal inhomo-
geneities, as well as absorption by the various tissues, and ulti-
mately interference at the receiving sensors. This is evident
from differences in the sound pressure level with internal loca-
tion, reported in Table IV, for the same source location.
There is also a dependence on source location. The
received signal in the melon was large when the source was
in front of the rostrum, reflecting proximity, but it was also
significant at the other source locations. However, the nares,
reached through the blowhole, have a similar proximity to
the source, but with very different characteristics. The
received signal in the nares is highly attenuated, undoubtedly
reflecting the absorption and other scattering properties of
surrounding tissues. Received signal levels in the epaxial
muscle also show a prominent dependence on the source
location. The received signal in the right lung, when meas-
ured, is highly attenuated, like that in the nares. The received
signal in the left lung was indistinguishable from noise.
The received signal magnitude is similarly influenced
by internal propagation and scattering processes, including
absorption. It may be imagined that the precise structure of
the signal recorded at an implanted sensor contains informa-
tion on these processes. This is illustrated in Fig. 6, where
the matched-filter output for each of two received signals, at
5 and 7 kHz, are superimposed for each of two tissues, the
epaxial muscle and melon. The ripple in the matched-filter
output for the epaxial muscle that precedes the peak may be
significant for its suggestion of internal structure, a form of
internal multipath.
There is also extraneous scattering due to the suspension
apparatus and possible other scatterers in the vicinity of the
specimen. In the reported experiment, the suspension frame
was composed of 5-cm-diameter PVC pipes that were
flooded, hence with diminished potential importance. The
specimen was held in the pond at 2-m depth, precluding in-
terference with water-surface reflections for the 2-ms trans-
mit signal at 10 kHz. Possible interference with signals at
7 kHz would be slight, and somewhat greater at 5 kHz.
To verify that possible residual bubbles from the frame
or species did not influence the results, data collected at
10 kHz within about 15 min of the first immersion were ana-
lyzed in the same way as data collected later in the measure-
ment series. This was done for the tourmaline gauges
implanted in the epaxial muscle and melon, as in the analysis
underlying Fig. 6. Differences were very slight and were
attributed to differences in sample size, since that of the first
series consisted of just four pings rather than 20 of the later,
fuller series.
In addition to revealing details about internal propagation
and scattering characteristics, direct measurements of induced
sound pressure fields have at least two other uses. They can be
used to verify models describing sonar-induced fields inside
marine mammals and to infer physical properties of tissues.
D. Tourmaline pressure gauges
A technical achievement of the present work has been
demonstration of the usefulness of tourmaline pressure
gauges for measurement of acoustic fields at sub-shock lev-
els, supported by additional laboratory tests,34 also outlined
above in Sec. III D. The tourmaline sensors used in the
experiment were developed at NSWC, Carderock Division,
where they have a long history of application to the measure-
ment of pressures due to underwater explosions. In the
FIG. 6. Matched-filter outputs of 5- and 7-kHz signals received in the epax-
ial muscle and melon when the acoustic source was positioned in front of
the rostrum. Each displayed matched-filter output is the average of the 20
corresponding outputs.
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reported experiment, the source sensors were used to mea-
sure pressure levels of order 10–1000 Pa, i.e., of order
104–102 atm. This represents a significant extension of
the useable operating range described by Rogers.38
E. High-intensity effects
It has been presumed here that induced acoustic effects
are within the linear realm. This means that the linear wave
equation applies, that acoustic fields superimpose, hence can
be added linearly without multiplicative effects associated
with nonlinearities. It has not been proven that nonlinear
effects were absent. However, the source levels, represented
in Table III, are modest and the internal sensors are not very
close to the source, witness the quoted received pressure lev-
els of order 10–1000 Pa.
Further evidence for the apparent absence of high-
intensity effects was obtained from the necropsy. Tissues were
examined specifically for acoustic trauma. None was observed.
VI. CONCLUSIONS
Protocols of an experiment to measure sonar-induced
pressure fields inside a marine mammal have been devel-
oped. The required materials and methods, including signal
processing, have been elaborated and illustrated for a post-
mortem young adult common dolphin that was instrumented
with surgically implanted receiving sensors. Pressure fields
induced by a proximate spherical transducer were measured
in the epaxial muscle, melon, nares, and right lung for at
least one of three acoustic source locations and for narrow-
band transmit signals with center frequencies of 5, 7, and
10 kHz. Measureable signals were not recorded in the left
lung, thorax, and abdomen. The internal pressure fields have
been characterized by the time of reception and magnitude
of the received pressure field. Statistical measures of these
have been tabulated.
There is considerable variability in the magnitude of
received signals with respect to source location and fre-
quency. This may be attributed partly to source location, but
effects due to internal propagation and scattering including
absorption are also likely.
Detailed morphometric data are available in the form of
segmented reformatted images derived from CT scan data
obtained in spiral-scan format.33 The images are formatted
at thicknesses of 1 mm before sensor implantation and 3 mm
after sensor implantation.
It is believed that finite-element models for sound prop-
agation and scattering within marine mammals can be tested
by reference to the kind of experiment reported here. It is
also believed that essentially in vivo physical properties of
some tissues can be inferred through a modeling exercise.
Tourmaline sensors can be used at sub-shock levels, as
has been demonstrated in the experimental work.
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